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1-Indications:
The punch adapter is to be set on Moria single use corneal vacuum 
punch #17200Dxx. It allows to guide in the center punches with an 
external diameter of no more than 3.6 mm. 
Before use a test must be done to insure that it slides well. 

2-Reference & Designation:
• Reference: #17211
• Designation: Punch adapter

3-Maintenance:
For cleaning, disinfecting and sterilization, please refer to instruction 
for use #65034 (included in packaging)
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